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Abstract
Back pain is a serious medical problem especially for those people sitting over long periods
during their daily work. Here we present a system to help users monitoring and examining
their sitting behavior. The Virtual-Spine Platform (VSP) is an integrated system consisting of
a real-time body position monitoring module and a data visualization module to provide indi-
vidualized, immediate, and accurate sitting behavior support. It provides a comprehensive
spine movement analysis as well as accumulated data visualization to demonstrate behav-
ior patterns within a certain period. The two modules are discussed in detail focusing on the
design of the VSP system with adequate capacity for continuous monitoring and a web-
based interactive data analysis method to visualize and compare the sitting behavior of dif-
ferent persons. The data was collected in an experiment with a small group of subjects.
Using this method, the behavior of five subjects was evaluated over a working day, enabling
inferences and suggestions for sitting improvements. The results from the accumulated
data module were used to elucidate the basic function of body position recognition of the
VSP. Finally, an expert user study was conducted to evaluate VSP and support future
developments.
1. Introduction
Musculoskeletal back pain is a known consequence of incorrect posture and prolonged muscu-
lar inactivity (i. e., being stationary at one point for a lengthy period). Back pain is the number
one cause of global disease burden worldwide [1], and musculoskeletal disorders such as lower
back pain and osteoarthritis are now second only to cancer as the leading cause of disease bur-
den in Australia. The time spent sitting is associated with premature mortality, diabetes, and
risks of cardiovascular disease [1, 2], irrespective of time spent exercising [3]. Given that
approx. 80 per cent of Australians suffer chronic back pain at some stage in their lives with an
economic cost of USD 9.17 billion per year, the impact and commercial potential to improve
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sitting behaviors in people’s daily life are enormous. Sitting-related back pain especially affects
those who sit at work. An international epidemiological study on about 50,000 adults reported
sitting time was 300 minutes/day on average [2].
A number of studies have convincingly reported the association between different levels of
exposure to occupational sitting and the presence or severity of low back pain [3]. There is also
unequivocal evidence that sitting and upper quadrant musculoskeletal pain are related [4]. It is
a challenge to maintain appropriate sitting positions in daily life to avoid seating-related health
issues. In the literature discomfort and pressure sores have received particular attention in the
military [5], workplace [6], assisted living [7, 8] and mobility [9–11] contexts. For instance, the
findings of Burnett et al. articulate the challenge to maintain appropriate sedentary behavior
[12]. Despite the controversy around what constitutes an ideal sitting posture, it is clear that
sitting in fixed positions, particularly for prolonged periods of time, significantly increases
one’s risk of developing lower back pain due to the static loading of soft tissues and discomfort
[13]. Since prevention is better than cure, precautions are required to circumvent posture-
related back pain.
The chronological sequence of individual sitting postures during the day is as unique as a
fingerprint. While a common ergonomic chair might encourage standardized postures [14–
16], it does not consider user’s individual body needs and unique situations; and it also cannot
provide feedback to the user to adjust the body position. Spinal radiography provides some
measurable parameters of spinal curvature in the clinic environment [6, 7]. However, the
exposure to constant radiation is not a real-life solution for an average office worker. Following
the development of embedded sensing technologies, a trend is emerging in the smart furniture
industry to utilize this technology for user-centered health applications. For example, large
and flexible tactile sensors allow examination of pressure distributions and enable quantitative
evaluation of the pressure-affected comfort of a seat cushion [17, 18]. Real time body position
recognition can now be realized [19] and sensors can sense the weight of an occupying item
on a seat [20]. Real-time sensing data from smart furniture can now also be wirelessly moni-
tored with smart phones [21]. However, merely sensing pressure distribution and body move-
ment cannot provide adequate spine health-related behavioral support. This data must be
combined with accurate spine movement patterns and personalized user information to enable
the success of a sophisticated health support system.
The technologies currently available for spine position recognition in the laboratory envi-
ronment, operative environment, and daily living environment are outlined below:
1. In the laboratory: in ergonomics research (especially occupational research settings) popu-
lar non-invasive and comparatively economical methods utilize surface markers [22], digi-
tal photography, or video analysis [23, 24] to analyze spinal postures. CODA™ is an example
of a surface marker-based motion analysis system to detect lumbar spine sagittal plane
range of movement and posture [25]. However, without direct skin contact, the sensitivity
of such methods cannot provide adequate support to identify subtle spinal movements [26].
2. In the clinic: current methods to accurately monitor the in vivo spine situation involve radi-
ography, electromyography and surface markers applied in clinical situations. Spinal cord
monitoring [27–30] and intraoperative monitoring [31–33] are diagnostic procedures in
which electrodes are applied to the skin and feedback is obtained assessing the health of
muscles and the motor neurons controlling them. Unfortunately, these systems cannot pro-
vide posture and curvature information, are costly, complex, time-consuming and cannot
be easily used in “real-life” settings and are limited by their inability to provide instanta-
neous postural feedback during daily tasks. This function is crucial, considering the harmful
impact of reduced postural awareness may play in back pain [34]. Despite their potential,
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many of these devices are large and cannot be concealed easily [35], can only be used under
supervision [36] or only provide a snapshot of static spinal posture without also analyzing
dynamic posture or providing postural feedback [37, 38].
3. In real-life situations: there are only a few products in the current market able to provide
upper body posture monitoring, such as Lumoback1 (Registered to zero2one, Palo Alto,
California) and Darma1 (Registered to Kickstarter Inc., New York) for spine curvature
monitoring or monitoring spinal motion [39] and BodyGuard™ which identifies lumbo-pel-
vic posture and movement [40] via detecting spinal sagittal plane posture [26]. Spineangel1
[28] provides trunk flexion such as hip, lumbar and total sagittal rotation and pelvic tilt in
real-time via 3D motion analysis. Although these methods provide monitoring of spine
movement, they all require certain body-attachment, which is impractical and sometimes
very time consuming. Also, most of these devices cannot provide personalized support.
Therefore, there is an urgent need to develop a method which can provide accurate, person-
alized sitting behavior support without annoying the user, and encompass a pervasive comput-
ing approach. In this work, we outline how the aforementioned problems can be overcome
through noninvasive monitoring of spinal movements whilst sitting and how it can be imme-
diately fed back to the user.
2. Materials and methods
Here we present a prototype which can be used for non-invasive identification and analysis of
spinal movements, enabling medical experts as well as patients to interpret the data. The Vir-
tual SPine system (VSP) consists of the following three major components (see Fig 1):
1. VSP-RTM—Real-Time Monitoring system (2.3 Recognition of Sitting Postures)
2. VSP-RTV—Real-Time Visualization system (2.4 Real-time Data Visualization)
3. VSP-ADV—Accumulated Data Vis. system (2.5 Accumulated Data Visualization)
2.1 Design of the Virtual-Spine Platform (VSP)
This work applies a novel pervasive monitoring system, the Virtual-Spine Platform (VSP) [41]
to prevent fixed and harmful postures in prolonged sitting without attaching any additional
Fig 1. Virtual-Spine system overview. Left: VSP-RTM: Real-Time Monitoring system; Center: VSP-RTV: Real-Time Visualization system; Right: VSP-ADV:
Accumulated Data Visualization system.
https://doi.org/10.1371/journal.pone.0195670.g001
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equipment to the user’s body. The aim of “Virtual-Spine” is to profile users’ spinal movements
in the daily life environment. For this purpose, a comprehensive agent model was developed,
intends to gather information from various types of chairs in multiple locations (e. g. office
chairs, sofas, dinning chairs, etc.) which are equipped with a VSP smart-mat (see Fig 2b).
Unlike portable monitoring devices which either monitor body posture or provide postural
feedback, VSP is able to support future smart chair devices to monitor spinal alignment
(instead of body postures) and provide immediate postural feedback to the user without the
need for monitoring equipment attached to the body.
VSP is designed to constantly monitor everyday activities of users by using the Real-Time
Monitoring module (VSP-RTM) [41, 42] (see also Fig 2). During the experiment, data provid-
ing an overview of a user’s sitting behavior in a certain period is accumulated and stored for
analysis. The applied visualization methods enable multiple users to simultaneously view, dis-
cuss, and interact with the spine profile, supporting remote and co-located activities [43].
Although the experiment discussed in this paper is targeting regular users working in an
office-like environment, VSP is also a promising approach for doctors, health advisors and
personal trainers to support their health practices with both real-time and accumulated spinal
alignment (potentially pressure load) information. In this way, the experts could use this
information to provide patients with suggestions for changing or optimizing their sitting
behavior. The methods could also be used to compare sitting behavior before and after the
treatment. In the context of this work, the term Smart Chair describes a regular office seat
combined with the matte connected to the VSP-RTM system, as seen in Fig 2.
Fig 2a shows the VSP prototype in action. The system is featured with a sensory unit (Fig
2a/2b) which is designed to monitor the user’s body positions using a matrix of pressure sen-
sors that fit on the furniture occupied by the individual. It can be designed in suitable forms
and set up in various places to gather sedentary position information in different contexts [44],
such as the office, at home, or during driving. In this work, the sensory unit consists of 68
force-sensitive resistors, 26 at the back, and 42 at the seat, as seen in Fig 2a/2b. For the back
mat, the distance between sensors is 70mm (Height) and 60mm (Width), whereas the top and
bottom lines are 85mm. For the seat mat, the distance of each sensor was 50mm (H) and
70mm (W), with a slightly wider distance of 115mm in the middle of the mat, which divided
Fig 2. Virtual-Spine: Real-time monitoring and visualization system. The Real-time Monitoring System: a) in combination with a conventional office chair showing
the VSP back and seat mats attached with sensors; b) the connecting hardware of the VSP mat to the computer system; The Real-time Visualization System: c) a laptop
running the posture recognition system (see also Fig 4).
https://doi.org/10.1371/journal.pone.0195670.g002
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the mat sensing focus into both two sides of human bottom and thighs. The sensing matrix
components in both mats were hand-made in the International Tangible Interaction Design
Lab by using the Velostat/Linqstat Pressure-Sensitive Conductive Sheet from 3M.com™ with
volume resistivity < 500 ohm-cm and surface resistivity: < 31,000 ohms/sq cm to achieve the
resistance changes according to the pressures applied on each sensor.
To provide personalized information, the recorded data is a combination of:
1. Sensor data: recorded by the sensory unit, is required to compute the postures.
2. Chair-id: each Virtual-Spine-enabled “smart furniture” has a unique id, used to recognize
which chair the user is sitting on, enabling contextual hypotheses. However, in this work,
only a single chair is used.
3. Personal information:
a. user’s total sitting time over a certain period,
b. prolonged sitting time (over the limited time for particular sitting positions),
c. characteristics in user’s profile, e. g. age, BMI, medical history, and
d. rates of time sitting in appropriate (healthy) postures.
This combined data is sent to the “Advisory Unit” which processes it to compute the cumu-
lative spinal burden.
2.2 Variation of sitting postures
Given the different and significant impacts on the spine alignments from various common sit-
ting positions, firstly the system need to distinguish various basic sitting postures. It would be
ideal to support users with “healthy” postures recommendations, however, there is no com-
mon understanding of a “good” or “bad” postures, but little quantitative basis can be refer-
enced to define these postures [45]. Below we discuss an alternative approach to visually
encode and judge the health-promoting effect of certain sitting behavior.
It is also necessary to distinguish when a user is leaning towards different directions as well
as the basic leg variations. Therefore, we considered eight main sitting positions during the
development of VSP as shown in Fig 3a–3h:
• a) Upright (sitting straight up),
• b) Slump (slouching, leaning slightly forward),
Fig 3. Sitting postures. a) Upright; b) Slump; c) Normal; d) ArmBackLeaning; e) RightOverLeft (or the opposite: LeftOverRight); f) TwistLeft (or the opposite:
TwistRight); g) PokingChin; h) ArmLeaning.
https://doi.org/10.1371/journal.pone.0195670.g003
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• c) Normal (relaxed), and
• d) ArmBackLeaning (lean towards back).
• e) RightOverLeft (or the opposite: LeftOverRight),
• f) TwistLeft (or the opposite: TwistRight),
• g) PokinChin (lean towards front), and
• h) ArmLeaning.
2.3 Recognition of sitting postures
In the Real-time visualization module (VSP-RTM, see also Fig 1) the data of the sensory unit is
computationally evaluated to interpret the corresponding actual user posture. The orange dots
in the right blue area of Fig 4 represent the real-time readings of the 68 sensory units. The size
of the dots shows the intensity of the pressure on the chair. The left side of Fig 4 shows the data
which will be exported to be visualized in Section 2.5 Accumulated Data Visualization.
Prior to the monitoring process which can be used to analyze the sitting behavior of a user,
the postures have to be defined and evaluated during a training phase. In order to detect and
distinguish various sitting positions during the training phase, the following four major steps
have been implemented to record the input training values for each posture (see also the GUI
in Fig 4):
1. Creating Training Input: the software contains a “Snap Array” which is storing each
“active” sensor input and which will be used as a blue print to be compared with real-time
input training values in the later stage.
2. Taking Snap Shots: in calibration mode, a snap shot of each defined body position (e. g. Sit-
ting Straight Up, Slump, Normal) is taken and the corresponding sensor value is stored in
the Snap Array.
3. Repeating Snap Shot: to take into account variations of the same body position and verify
the calibration, it is necessary to repeat snap shots for n times for a single posture, as people
will sit in slightly different positions still representing the same posture. To achieve appro-
priate average values, the empirical value of n = 6 was determined during our experiments.
Fig 4. Real-time visualization module in VSP. a) Posture recording in an office environment, here, the posture
Normal is shown (see also Fig 1 left and Fig 3c); b) Left: the posture-recording GUI and information of the current
pose, Right: the pressure pattern of the Normal pose.
https://doi.org/10.1371/journal.pone.0195670.g004
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4. Finalization or Next Posture: in the last step the user has to finalize the training process and
go to the monitoring process, or to repeat the calibration step for another body position.
In order to efficiently detect and distinguish various position of the user’s body, it is neces-
sary to extract the calibrated value of Active Spots each second—representing the state of the
active sensors at the actual time point—from the sensory unit before comparing it to the Snap
Shot patterns (see also Fig 1). Due to the constant change from non-relevant sensing values,
the concept of Active Spots has been created to filter noisy sensor interferences to enhance the
system’s stability and accuracy in pattern recognition. Only these Active Spots will be included
in the following analysis. Therefore, in order to select these Active Spots from the sensory unit,
the following process needs to be followed: First, an array is created to store the current input
value of each sensor locally or online in a file. Second, the current input sensor value is com-
pared to the current value record in the sensor as follows: for each sensor—where Vep is the
value in the existing patterns and ThreKP is the threshold of each sensing points—if the follow-
ing equation is true, then pick the sensor as the Active Spot:
Vep  ThreKP
In the analysis stage, we have used a k-Nearest-Neighbour-based machine learning algorithm
to effectively recognize the sitting positions in real-time. The major purpose of this algorithm is
to compute the similarity between the new input matrix and the recorded patterns. In order to
determine the nearest particular pattern SimNPP to the new input matrix, the Euclidean distance
between each new vector Iv and the nearest pattern vector Pv has to be computed, wherein
SimNPP ¼
ffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiX
ðIv   PvÞ2
q
The resulting value is normalized by the following equation:
SimNPPN ¼
X Iv   Pv
MaxVsen   MinVsen
 2
In order to analyse the value for each sensor, the following procedure has to be executed:
if (variance(Array Pattern Input) == Threshold Pattern) {
Pattern Sensor Value = mean (Array Pattern Input);
} else {
Pattern Sensor Value = DefaultValue;
}
The projection of array data between the “Training Input” and “Snap Shot” can be esti-
mated by Active Spots Difference for different body parts measuring the differences for the
same position-sensing data of the same body parts (i. e. shoulder, back, waist). Finally, with the
following equation the sensors turn to Active Spots:
P
ðIv   PvÞ2
P
ðMaxVsen   MinVsenÞ2
 ValT
Here Iv is the current input value of the sensor and Pv is the pattern value which is deter-
mined through the n times-repeated “Snap Shot” process. MaxVsen is the maximum sensor
value and MinVsen is the minimum sensor value, that indicate the range of the Iv and Pv
value, i. e., the difference is standardized. ValT is an empirical value obtained via experiments.
In case the value obtained via the above equation is smaller or equal to ValT, the user’s sitting
position is the corresponding pattern position. In the case that different postures are recog-
nized by this procedure, the posture with the highest similarity is defined as the active posture.
The Virtual-Spine Platform
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During body position shifting, the posture similarity is dynamically calculated against exist-
ing patterns: if a user’s position is shifting from position A to B, the similarity to A will
decrease while the similarity to B will increase. Once the similarity of B becomes larger than A,
the actually recognized body position by VSP is B.
To summarize, as one of the main features of the VSP system design, the “Snap Shot” pro-
cess provides the possibility to define the blue print of particular sitting positions. Therefore, a
large number of postures could be defined during the “snap shot” process. The real-time read-
ing data in the later monitoring process is compared to these blue prints in order to achieve
posture recognitions.
To effectively improve the sitting behavior it is important to communicate the real-time
monitoring result with the users in an efficient, intuitive, and user-friendly manner. However,
in order to use the validation result of the given body position for comparison and reviewing
in the later stage, it is also necessary to store the validated data independently. The array pat-
tern is recorded for each sensor to a local file or uploaded into the cloud.
The data is then visualized with two different methods which will be discussed in the
following:
1. Real-time Data Visualization
2. Accumulated Data Visualization
2.4 Real-time data visualization
The GUI for the Real-Time data Visualization (VSP-RTV, see also Fig 1) has been designed in
a simple graphical style. In Fig 4, the enlarged size of the dots illustrates the amount of the pres-
sure which has been applied on the chair. The left side of Fig 4 indicates the functions of (in
top-down order):
1. Setting up user’s ID and chair ID (blue colored area),
2. Record Snap Shot (light-blue button) and stop Snap Shot process (red button),
3. Current body position and recorded time period (green area),
4. The accumulated time depicts the current position, the duration of the period the user has
been sitting in this certain position, and the accumulated seconds the user was in this posi-
tion during a single experiment period.
In this experiment, we have chosen the following eleven postures for the system to differen-
tiate: ArmLeaning, ArmBackLeaning, LeftOverRight, Normal (Fig 1a), NotOnTheChair, Poking-
Chin, RightOverLeft, Slump, TwistLeft, TwistRight, Upright. Each of these postures is defined by
a specific pressure pattern measured by the sensors. Fig 4 presents the real-time visualization
method used to observe the data recording process. The right blue area shows the 2D mapping
of pressure measurements. The software connects this pattern to a specific pose as shown on
the green area on the left side. It also shows the time the user remained in this pose and the
number of times this pose was repeated.
The Supporting Material provides a video showing the pose recording process by using the
VSP-RTV, see Supporting Material S1 Video.
2.5 Accumulated data visualization
While the previously discussed visualization method (VSP-RTV) was used to identify and
present different poses during the experiment, the following approach—the Accumulated Data
The Virtual-Spine Platform
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Visualization (VSP-ADV, see also Fig 1)—is used to analyze the experiment’s results and to
provide feedback and recommendations for the user according their sitting behavior. Whereas
VSP-RTV could only be run on a local computer, the following system is developed to share
the sitting postures online, enabling the comparison to other sitting behaviors and the discus-
sion with distant experts. For this purpose, the data which contains all postures and their dura-
tion is imported and sitting behavior patterns are created.
A problem was to present the posture charts in a way which a) visualizes the postures in an
easily-decodable fashion and b) follows Shneiderman’s visualization mantra [46]. To explain
the design of the visualization system we follow Keim’s taxonomy [47].
Classification of data types. The following data types have to be taken into account:
• posture type (see Fig 3)
• time (see Fig 4)
• posture starting time
• posture duration
Classification of visualization techniques. As the data type time contains two variables,
namely the posture starting time and the corresponding duration, a standardized 2D display
was used as the base for our visualization approach using bar charts and pie charts [48]. The
bar chart represents the two dimensions of the time: the posture duration is presented along
the Y axis, and the posture starting time along the X axis. The third dimension to be repre-
sented is the posture type. One approach to visualize the posture would be the use of a three-
dimensional bar chart, using the Z axis for the posture type—each posture would be repre-
sented by another Z layer. To achieve a simple and focused presentation on a 2D display, we
decided to color-code the different postures. To easily differentiate various postures, a color
scheme based on the color alphabet was used [49–51]. This approach effectively supports the
differentiation of the eleven variables discussed in the previous chapter. However, during first
experiments, we experienced the difficulty to decode the posture types exclusively based on the
color scheme. Although combined with a standard color scheme, it still demonstrated low-
readability to normal users. Therefore, we decided to combine the simple 2D display/bar chart
with an Iconic display [47]. Based on the posture types (Fig 3) we developed simplified icons/
glyphs [48] of the different postures and combined them with the bar charts. In this way the
readability of the bar chart was improved (see Figs 5 and 6).
The idea of combining charts and icons to visualize postures was used before, although—to
our knowledge—never in a systematic and automatized way like in this approach. For
instance, Nachemson used similar illustrations in studies on the pressure inside the low back
intervertebral discs where he illustrated the difference in pressure distributions among differ-
ent postures [52, 53]. Wilke et al. compared their results to the ones of Nachemson and used
similar visualizations [54]. For commercial purposes similar images are used to explain the
impact of back pain [55] or to discuss safe lifting techniques [56].
Although the combination of the two channels, color and glyph, improves the readability,
the color channel can now also be used to encode alternative aspects. This approach enabled
the visualization to address the previously mentioned idea to distinguish postures regarding to
their health-promoting nature (Section 2.2 Variation of Sitting Postures).
For this purpose, we introduce a three-color-coded health rating scheme based on posture
duration. Although there is no clear definition of “prolonged” sitting time, there is a small
number of publications discussing the maximum time to remain in a single posture. In this
The Virtual-Spine Platform
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Fig 5. VSP-ADV with posture type-dependent coloring. The interactive pose bar charts are ordered based on their time sequence and only those poses are shown
with a duration d of 60 sec.< d< 1,000,000 sec. The figure shows also the details on demand feature, providing information about the selected posture period. The X
axis represents the posture time points following the filtering rule, whereas the Y axis represents the posture duration.
https://doi.org/10.1371/journal.pone.0195670.g005
Fig 6. VSP-ADV with scoring posture-dependent coloring. Score colors, in this mode represented by the bars: Green: good with d 8 min., Orange: warn with 8
min. < d 20 min., Red: bad with 20 min. < d. Subject 1 showed a quite good sitting behavior, as no red warning is shown at all. Please see also the caption of Fig 5.
https://doi.org/10.1371/journal.pone.0195670.g006
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study, we based our health rating on the following two research findings: first, Reenalda et al.
concluded that the sitting posture should be changed at least every eight minutes [57].
Although the mentioned work had the main focus on wheelchair users evaluating the pressure
distribution and oxygen tissue oxygenation during sitting, this recommendation will also hold
for an optimal sitting behavior of non-disabled individuals. The second work taken into
account is from Ryan et al. who examined the duration of sitting events [58]. 20 minutes of
uninterrupted sitting time (i. e., without leaving the chair) where the lower bound used in that
study, based on a recommendation for healthy subjects by the Chartered Society of Physiother-
apy [59].
Based on these recommendations, the following health rating color-codes were introduced
to VSP-ADV:
• good (green): d 8 min.
• warn (yellow): 8 min. < d 20 min. [57]
• bad (red): d> 20 min. [58, 59]
Classification of interaction and distortion techniques. The Accumulated Data Visuali-
zation module (VSP-ADV) is designed to visualize the accumulated readings over the com-
plete time line. However, for the experiments discussed in the following sections, we were
focusing on the analysis of postures with a minimum duration of 10 seconds; all lower dura-
tions are assumed as random movements on the chair. For this purpose, an interactive filtering
technique was implemented [47] and we followed Shneiderman’s visualization mantra [46].
1. Overview first: first, the complete data set is shown. Whereas the standard setting of
VSP-ADV uses already the 10 seconds filter for the bar chart, the global overview is provided
by the pie chart: the outer pie chart is showing the summary of the complete data, whereas the
inner pie chart is illustrating the filtered data with a minimum duration of 10 seconds.
2. Zoom and filter: the big advantage of a standard 2D display is the easy navigation by
zooming and panning which can be used with standard monitors in combination with a com-
puter mouse as well as touch display on mobile devices (Fig 7). On a high-resolution display
panning will not be required to visualize the standard view, whereas on a mobile devices the
option to zoom and pan is highly relevant. The interactive filter function is also provided. In
this way it is possible to filter all postures by defining the minimum and maximum pose
Fig 7. VSP-ADV on a smart phone and a high-resolution tiled display. During the development of VSP-ADV we were focusing on an application compatible with
high-resolution displays (right) as well as smart phones (left).
https://doi.org/10.1371/journal.pone.0195670.g007
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duration, thereby providing more focused view on larger time frames. In this way, poses based
on short temporary spine movements can be omitted. On the other hand it is also possible to
explore the movement on the chair, by exploring, e. g., a time frame from 0 to 10 seconds.
Another implemented filtering technique is the combination of timely-neighboring pos-
tures. Different bar charts of the same type might succeed each other. If the user wants to
ignore the fact that these postures were interrupted by body movement (here: with each a
duration of less than 10 seconds), it is possible to merge these neighboring postures.
Furthermore, two scale modes were implemented: a) scaling to the actual website (HD reso-
lution), or b) scaling along the X and Y axis in a way maintaining the readability of the bar
chart by using a predefined size for each bar. In this way it is possible to use the same scale in
case different posture charts should be compared, such as in Fig 8.
Another interaction technique is sorting: along the X-axis, the pose bars can be sorted a)
according to the time sequence (Figs 8 and 10), or b) according to the pose duration (Fig 9).
Switching between both states is possible in an animated fashion, enabling the user to follow
the transition between both states.
3. Details on Demand: as the standard view does not show any numbers for the purpose of
clarity, it is possible to mouse click (or using a smart phone: finger tap) at every bar chart or
pie chart segment to see the concrete data: posture type, with its starting time and duration. In
addition, the VSP-ADV system provides access to the complete data set. The selected data can
be downloaded via the system and directly opened with, e. g., MS Excel. In addition, it is possi-
ble to show the posture names and IDs along the X axis (reflecting the timely sequence of the
poses of the same type), or the corresponding time points.
To enable data analysis and online comparisons, the discussed system was implemented as
a dynamic website based on HTML5, JavaScript, and D3 (Data-Driven Documents) [60].
Overall, the discussed VSP-ADV system uses five out of eight visual variables, as introduced
by Ward et al. [61]: position, shape/mark, size, color (two color scales), and motion (sorting
animation).
The user can select each of the five data sets which are discussed here. Fig 5 shows an exam-
ple from the VSP-ADV online application: the visualized poses are filtered and show only
those ones with a duration d of 60 sec.< d< 1,000,000 sec. Along the X-axis the poses are
ordered based on the time sequence. The website as well as the data are available at: http://
virtual-spine.immersive-analytics.org.
In addition, the Supporting Material S1 Websites provides the direct web links to the corre-
sponding VSP-ADV visualizations discussed here.
2.6 Validation experiments
To validate the recognition of different sitting postures, an experiment with five participants
was conducted. The goal was to better understand usage patterns and reactions to the applica-
tion, which would indicate that VSP might be effective in the future in analyzing and changing
sitting behaviors.
The collected data was anonymized. The voluntary participation in the study includes five
male and female young-middle age adults (20-50 years), and a withdrawal was possible during
the whole experiment. However, none of the subjects discussed in this study withdraw. Before
the study started, a researcher contacted the potential participants to determine whether they
are eligible to be included in the study. In this way it was avoided that, e. g., people with a his-
tory of complicated spinal pain or pregnant persons were involved in the study.
All participants provided written consent for reusing the data in future publications. The
supplementary video does not show the actual experiment used to collect data for this work—
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Fig 8. VSP-ADV sitting posture charts: Time lines. A high-resolution image of all postures with a duration d> 10
sec. ordered by starting time. Working day-specific sitting posture patterns can be evaluated. See Fig 10 for posture X
labels.
https://doi.org/10.1371/journal.pone.0195670.g008
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Fig 9. VSP-ADV sitting posture charts: Posture patterns. A high-resolution image of all postures with a duration
d> 10 sec. ordered by pose duration. Subject-specific sitting posture patterns can be evaluated.
https://doi.org/10.1371/journal.pone.0195670.g009
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Fig 10. VSP-ADV sitting health posture charts: Time lines. A high-resolution image of all postures with a duration
d> 10 sec. ordered by starting time. The duration-related rating is shown here. See Fig 8 for time X labels.
https://doi.org/10.1371/journal.pone.0195670.g010
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it is showing the test period of the underlying methods. No personal data like age, sex, etc. was
used in the context of this work, therefore the direct linkage to persons is not possible. How-
ever, all subjects shown on the video material were asked for their consent prior recording.
The human ethics approval for the discussed experiment was achieved from the Monash Uni-
versity Human Research Ethics Committee (MUHREC) with the project number CF14/1137-
2014000496.
Test period. At the beginning of the experiment the mat with the sensors was placed on a
conventional office chair, and the subject was asked to complete a series of sitting positions on
the chair during a period around 20 minutes (the time is not critical in this phase).
Initial recording. After this testing period, subjects returned to their regular work. The
Smart Chair device—a conventional office chair equipped with the VSP-RTM sensors—was
placed at the subject’s working place.
It is worth noting that the VSP-RTM module did not restrict the subject’s normal activities
at the working place. During the initial recording, the subject was observed by our researchers
to be able to define the different sitting postures in the following step. The Supporting Material
provides the original data analyzed in the following sections, see Supporting Material S1 Data
of Validation Experiments.
Calibration. Based on the data collected during the initial recording, VSP was configured
so that it was able to recognize subject’s postures from the pressures applied during sitting. For
this purpose, the previously discussed VSP-RTV method was used (2.4 Real-time Data Visuali-
zation). Fig 4, for example, shows a pressure pattern of a specific subject which is applied to
the Normal pose.
Recording with visual feedback. Finally, a second part of the study was arranged with the
subject using the Smart Chair with the regular working environmental setting. This time,
visual feedback was provided to the user by the VSP-RTV method. The purpose was to encour-
age the subjects to have a balanced posture and to intermittently get up from sitting. This time
the Smart Chair was used over the whole working day.
3. Results
To analyze different sitting postures, an initial experiment was conducted involving five sub-
jects. The goal was to better understand usage patterns and reactions to the application which
would indicate that VSP might be effective in the future in analyzing and changing sitting
behaviors. As previously discussed, only postures with a duration of d> 10 sec. were taken
into account.
The analysis of the data shows that partly extreme differences between the five subjects are
visible. This brings us back to the initial statement that chronological sequences of individual
sitting postures during the day are as unique as fingerprints. Examining each posture sepa-
rately, it is possible to get a good overview of the movement during the course of the day. Addi-
tionally, these sitting posture charts can be used to compare and analyze the posture patterns
of different subjects: Figs 8 and 9 use the posture type-encoding color scale, and Fig 10 the pos-
ture health rating one. Each representation provides a different analytical view at the posture
patterns over the working day: The posture bar charts in Fig 8 provide the best overview which
postures were used and at which times the user made a break during the working day. Fig 9
enables a fast glance at the priorities of the different postures over the day, ordered by their
posture duration time. Fig 10 follows the same approach by using the health score posture
color codes. This approach provides significant support to determine whether the posture
durations were problematic or healthy.
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The pie chart has been considered as the the best method for the global comparison and
judgment of the five sitting postures. Starting from the pie charts in Fig 10, the users’ sitting
behaviors can be quickly classified: subject 1 shows the best sitting behavior with no bad rating
at all and the lowest warning rating.
Additionally, subject 1 had left the chair from time to time, as suggested by Ryan et al. [58];
here encoded with black color. Subject 3 comes next, due to relatively low warning and bad
scores, additionally the subject had also occasionally left the chair, whereas all remaining sub-
jects had remained in the chair over the complete measurement. Subject 5 comes next, fol-
lowed by 4, both presenting a quite similar rating result (see pie chart). The worst behavior
was shown by subject 2. Interestingly, the inner pie chart—which represents the filtered data
with a minimal duration of 10 seconds—differs drastically from the summary of the complete
data shown by the outer circle. This means that the subject was maintaining postures over a
relatively long time even if every short posture change is taken into account, which represents
a comparatively inflexible sitting behavior.
Whereas the health rating color codes are the first choice for the global comparison of the
different subject’s sitting behavior, the posture-based color coding enables their in-detail anal-
ysis. The best sitting behavior patterns within these five subjects was presented by subject 1
with a regularly-changed sitting pattern. The postures Normal and Upright are only main-
tained for a short period. It is worth noting that this subject had left the chair for two long peri-
ods (around 2 p.m. for approx. 40 min.), which helped to increase the overall rating as well.
Different to subject 1, subject 2 was sitting in Slump pose most of the time. Although subject 2
was shifting between different poses at the beginning, there was a long period when the subject
was only in the ArmBackLeaning pose. After a break around 4 p.m., again the slump pose dom-
inated the subject’s sitting pattern.
While the health-related sitting behavior ratings for subjects 2 and 3 were quite distinct to
each other, it can be seen that the postures they used are quite similar. Both frequently use the
Normal posture and from time to time the Slump posture. However, the rating difference
comes from the extended posture duration of subject 2 and the fact that it remains on the
chair. Certainly, it is also important to note that subject 2’s working period was nearly twice to
subject 3. It is interesting to notice the change in subject 2’s behavior. He/she primarily used
the Slump posture, then it changed to the Normal posture. Like the previous subjects, Subject 4
used the Normal posture quite often, but the second most often used posture was ArmBack-
Leaning which was maintained for ca. 50 min after 1:00 p.m. The reason for this behavior pat-
tern could be: the subject a) was relaxing for a long time on the chair after lunch, b) took a nap,
or c) had a longer discussion with colleagues. The reader should also keep in mind that short
posture changes of a duration less than 10 seconds were filtered out and only regarded as
minor movements.
As subject 5 indicates in Fig 9 it is important to evaluate the sitting postures in detail. A
number of problematic aspects are visible here: firstly, the subject has the longest working
day and never leaves the chair, secondly, the posture TwistLeft was used for more than
half of the working day (see pie chart Fig 9.5). Therefore, it can be expected that the configu-
ration of the workspace required the subject to frequently turn towards another object or
person, e. g., the subject was using two computers at the same time (like it is the case in Fig
1a). This setting should be changed as it is not healthy to use this certain posture for a long
time.
For detailed information regarding the overall duration and the direct links to the sitting
posture charts with the corresponding time filters applied, please refer to the Supplementary
Section Supporting Information.
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4. Discussion
Even though there are methods available to monitor spinal health-related body movements,
however, they require attachment to the user’s body or are limited to lab environments. Fur-
thermore, none of the existing approaches provide practical solutions for daily monitoring
needs, due to reasons such as a) it is often time-consuming, b) it may not allow assessment of
the subject in a normal environment setting, and c) they are often impractical as a solution for
longer time periods or large groups of persons.
As an alternative solution intended to deal with the challenges mentioned above, we pre-
sented here the design and implementation of the Virtual-Spine Platform (VSP). For a first
evaluation, an Accumulative Data Visualization method was developed, which provides a
practical, interactive solution to analyze the spinal health related sitting behavior in everyday
environments—such as the home or workplace—and to analyze and compare specific sitting
posture patterns.
To evaluate our new methodology, an expert questionnaire was conducted. Four of the five
original participants were available for this small study. We collected data regarding their sit-
ting behavior: two participants were sitting between 3-6 hours, one for 6-9 hours, and one
more than 9 hours a day. All participants were regularly using the Internet during their daily
work. Asked for their sitting behavior, one was rating the behavior as “somewhat positively”,
two as “neither nor”, and one as “negatively”. Asked for potential back pain, one answered
“no”, one answered “weak” and two answered “somewhat strong”. Summing up, it can be
stated that each of the participants are part of the target group of VSP, spending a large amount
of time sitting in front of the computer, resulting partly in back pain.
Fig 11 shows the rating according the participant’s sitting behavior and the expected impact
of VSP based on the following questions: Personal Rating: Do you think the Virtual Spine
might have a positive impact on your personal life? Global Rating: Do you think the Virtual
Spine might have a positive impact on the global community? First Changes: Did you already
change your sitting behavior after using Virtual Spine during the initial experiment some time
ago? Behavior rating before study: How do you rate your personal sitting behavior? Behavior
rating after study: After using Virtual Spine ADV for the first time, how do you rate your per-
sonal sitting behavior? The ratings show that the participants expect a positive change in their
sitting behavior by using VSP and that VSP was able to improve the consciousness regarding
their sitting behavior. However, a single person was not convinced that VSP might have a posi-
tive impact on her/his sitting behavior.
The participants were also asked which potential target groups might be interested in using
VSP and how useful VSP might be for those groups. Fig 12 shows the results: the participants
expect VSP to be a great tool for research purposes, practitioners and patients, however, one
person was not so convinced regarding the usefulness for office workers, maybe because of the
prototype character of VSP.
Next, the participants were asked to evaluate the VSP-ADV system. Fig 13 shows the result
of the evaluation of the features of VSP-ADV, and Fig 14 elaborates the quality of the visualiza-
tion. The following two features got the best ratings: Sort values and Combine. Sort values: in
Fig 8 the sitting postures are unsorted, in Fig 9 they are sorted based on their duration. Com-
bine: this feature combines neighboring postures of the same type. Show Time: Fig 8 shows the
time as labels, and Fig 10 shows the posture names as labels—this feature received averagely
good ratings. MIN/MAX: changes the minimum and maximum duration of the shown pos-
tures. In Fig 5 MIN is 60 sec. and MAX is set to an arbitrary large value. This feature got both
positive as well as negative ratings. A potential reason might be that users expect here an
automatized way to filter the values. Rescale: the user can change the width and height of the
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chart. This feature was only requested by two persons. Score: Fig 6 shows the scoring posture-
dependent coloring, judging the length of the posture duration. The scoring feature got aver-
age ratings; the idea to rate the posture durations is only partly well-perceived. Mouse-over
chart info: Fig 5 shows the mouse-over information listing details of the selected posture and
received two positive ratings and one negative one (one participant did not provide an
opinion).
Finally, the participants were asked to rate the visualization quality of VSP-ADV. Fig 14
shows that it got overall good ratings. Exclusively good ratings received the posture symbols.
In addition, the color differentiation and aesthetic coloring were positively judged. Mixed rat-
ings were obtained for the readability. Although there is a feature to manually rescale the size
of the posture panels, the readability should be improved in the future.
Whereas three of four users were quite convinced by VSP as well as the VSP-ADV
approach, a single user had a more negative opinion. Here, collected feedback is provided,
which should be taken into account during the future development of VSP as well as related
approaches:
1. The experiment did not fully translate to personal sitting habits. VSP should be tested on
different types of chairs, as it can be expected that different persons respond with different
postures when they are seated on different designs, reflecting personal habits or lifestyle.
2. VSP raised some awareness of the importance of ‘better’ postures but it does not offer cor-
rective solutions for subjects wanting more beneficial feedback. The visualization should
take different body parts into account to help subjects identifying problematic regions.
Fig 11. VSP personal sitting behavior. Personal Rating, Global Rating, First Changes, Sitting Behavior rating before and after the study.
https://doi.org/10.1371/journal.pone.0195670.g011
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3. The posture rating based on the duration was not straight forward for all users. In the
future, their might be more specific ratings, based on, e.g., posture-associated advices from
practitioners.
4. On some computers, there were problems with the scaling of the VSP-ADV applications.
Although there is a manual scaling feature implemented, users might prefer and optimized
scaling functionality compatible across all platforms.
5. Moreover, in the future there should be different versions of the software, optimized to
the needs of specific user groups and formats, attracting long term use and data
collection.
5. Conclusions
VSP can be used to gain insights into the potential benefits of rehabilitations for people with
current or past back pain, such as developing recommendations for type and timing of mild
stretching activity prompts during a sedentary day. For this purpose, the sitting posture charts
were developed, providing different ways to visualize the sitting behavior following Shneider-
man’s visualization mantra: Overview first, Zoom and Filter, and Details on Demand [46].
Whereas the pie charts give a quick overview regarding the personal ranking of sitting pos-
tures, the bar chart can be used to examine the chronology of sitting postures. To enable a
quick interpretation of the results, we combined simple 2D displays (charts) with an Iconic
display (posture icons) [47].
Fig 12. VSP-ADV potential target groups. Potential target groups.
https://doi.org/10.1371/journal.pone.0195670.g012
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The proposed system can be used to investigate
• how sitting influences spinal postures,
• how posture changes with durations of sitting and intermittent activity,
• how long subjects can/will remain in a certain posture,
• how often subjects change their sitting positions,
• how often repeated posture changing patterns occur, e. g. a to b to a, and
• the impact of the predefined position thresholds.
The VSP platform provides a strong potential to positively impact on daily sitting behaviors
through direct and real-time as well as accumulated feedbacks while sitting on the chair.
This was shown by an initial expert study which evaluated the quality of the visualization as
well as helped to estimate the future impact for changing the personal sitting behavior as well
as to trigger global change in sitting behavior. Whereas three of four participants had a positive
opinion towards VSP/VSP-ADV, a single person was more critical but provided valuable feed-
back for future developments with a specific focus on personalized corrective solutions.
In this study, due to the lack of a unified understanding of ‘good’ or ‘bad’ sitting postures
in current clinical beliefs, the experiment mainly focused on two elements: ‘time’ and
‘repeated position patterns’. In the next stage, VSP could be designed to provide immediate
warnings in case the duration of a pose is too long, changing body positions with too little
movements, or changing with repeated patterns. Various warning types and different medias
Fig 13. VSP-ADV feature ratings. Ratings of the different features part of VSP-ADV.
https://doi.org/10.1371/journal.pone.0195670.g013
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for communicating those warnings could be examined. In the future, based on a better defini-
tion of the ‘ideal’ sitting postures, the VSP “Snap Shot” positions could also be defined based
on the different healthy levels (e. g. Sitting Straight Up >Slump). Also, the appropriate range of
sitting time for various positions could provide the user with more accurate immediate sitting
behavior advice. Furthermore, another extension would be more immersive visualization
approaches combined with interactive analytics [62] to allow users, (distant) doctors and
other health-related experts to better explore data regarding user’s sitting behavior, to identify
sitting behavior dangerous for the back. While the improvement of sitting behavior has obvi-
ous advantages for the user or patient, it might also have benefits for health insurances which
can acknowledge good sitting behavior and decrease their treatment costs for spine-related
diseases.
The Virtual-Spine project website with additional information is located at http://www.
virtual-spine.org.
Supporting information
S1 Video. VSP-RTV pose recording. The video shows the use of the VSP-RTV. Pose patterns
are recorded over time with different subjects.
(MP4)
S1 Websites. VSP website and VSP-ADV website with sitting posture charts weblinks.
1. Virtual Spine Website with additional information for the discussed VSP project.
Fig 14. VSP-ADV visualization quality. Visual Quality of VSP-ADV: Esthetic Coloring, Coloring Differentiation, Posture Symbols, and Readability.
https://doi.org/10.1371/journal.pone.0195670.g014
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2. Sitting Posture Weblinks based on the link to the web application discussed in 2.5 Accumu-
lated Data Visualization for the charts shown on Figs 5 and 6 with a duration of> 60 sec-
onds, and Figs 8–10 with a duration of> 10 seconds.
(PDF)
S1 Data of Validation Experiments. CSV data of 5 subjects. The data collected during the
validation experiments of five subjects in CSV format discussed in 2.6 Validation Experiments.
(ZIP)
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